
m34385 - English.pdf


ENDOTRACHEAL TUBE 


Directions: 


CUFFED: 


1. Prior to intubation, deflate the cuff completely. 


2. After intubation, inflate the cuff using the minimum volume of air to provide an effective seal.  


3. Immediately after cuff inflation, auscultate both lung fields. If breech sounds diminished over adjust the 


tube as required. 


4. Endotracheal Tube placement should be confirmed by viewing the position of the tube tip with chest 


radiograph. 


UNCUFFED: 


1. Endotracheal Tube placement should be confirmed by viewing the position of the tube tip with chest 


radiograph. 


2. If breath sounds diminished over one lung field or absent over one or both fields, adjust the tube as 


required. 


Warning: 


1. Single use only. 


2. Sterile if package is unopened or undamaged. 


3. Do not re-sterilize. 


4. Store in a dry, cool place. 


5. Keep away from sunlight. 
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TUBI ENDOTRACHEALI 


Manuale d’uso: 


CON CUFFIA 


1. Sgonfiare completamente la cuffia prima di procedere con l’intubazione. 


2. Dopo aver terminato l’intubazione, gonfiare la cuffia utilizzando la quantità minima d’aria necessaria a 


fornire una perfetta aderenza alla parete tracheale.  


3. Auscultare immediatamente entrambi i polmoni dopo il gonfiaggio della cuffia. Nel caso si verifichi una 


diminuzione d’intensità sonora durante l’auscultazione occorre posizionare adeguatamente il tubo 


endotracheale. 


4. Il corretto posizionamento del tubo endotracheale dovrebbe essere verificato, osservando l’estremità 


dello stesso, con una radiografia toracica. 


SENZA CUFFIA 


1. Il corretto posizionamento del tubo endotracheale dovrebbe essere verificato, osservando l’estremità 


dello stesso, con una radiografia toracica. 


2. Auscultare entrambi i polmoni. Nel caso si verifichi una diminuzione d’intensità sonora durante 


l’auscultazione occorre posizionare adeguatamente il tubo endotracheale. 


Avvertenze: 


1. Monouso. 


2. Non utilizzare se il confezionamento è aperto o danneggiato. 


3. Non sterilizzare nuovamente. 


4. Conservare in un luogo fresco e asciutto. 


5. Non esporre ai raggi solari. 
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